
PCON Area 1, Plate Sterilization 13a Area 2, QC Lab 13b

Number Number 12 Month 12 Month 12 Month 12 Month

of 1a Lbs. 1a of 1b Lbs. 1b Running Number of Grams Lbs. Running Running Total Running Total

70-2007-4137-2  

70-2007-8381-2 99-1735-003-6
Subtotal

70-2007-4136-4 Not used
Subtotal

Lbs. EtO Lbs. ETO Control on 13a = 99% de

Month, Year Cannisters EtO Cannisters EtO Total Cannisters Cycles EtO EtO Total used emitted No controls on 13b

January 2016 490 137 1602 30 0 3000.0 6.6 88.9 1691 104.9

February 2016 564 158 1625 19 0 1900.0 4.2 87.8 1713 104.0

March 2016 564 158 1650 34 0 3400.0 7.5 84.7 1734 101.2

April 2016 453 127 1660 19 0 1900.0 4.2 77.9 1738 94.5

May 2016 393 110 1692 30 0 3000.0 6.6 69.3 1761 86.2 2015:  QC Lab has stopped using mixed gas cyclinders (column H).  Now use 100 grm canisters only.

June 2016 579 162 1701 14 0 1400.0 3.1 58.7 1759 75.7 ** There will be NO ETO calculation from cycles any more.**

July 2016 454 127 1702 33 0 3300.0 7.3 55.7 1757 72.7 # -4137 1 can ETO is (127 grams / can) x (0.00220 lbs ETO/gram) = 0.2794 lbs ETo/can

August 2016 556 155 1681 35 0 3500.0 7.7 62.9 1744 79.7

September 2016 531 148 1694 41 0 4100.0 9.0 67.3 1761 84.3

October 2016 551 154 1698 41 0 4100.0 9.0 72.6 1771 89.6 #-4136 1 can ETO is (100 grams / can) x (0.00220 lbs ETO/gram_ = 0.220 lbs ETO/can

November 2016 550 154 1729 34 0 3400.0 7.5 77.7 1807 95.0

December 2016 494 138 1726 27 0 2700.0 5.9 78.5 1805 95.8

January 2017 529 148 1737 20 0 2000.0 4.4 76.3 1814 93.7 Apr-15

February 2017 543 152 1731 18 0 1800.0 4.0 76.1 1808 93.4 Note:  new 11 digit stock number from the vendor for ETO canisters (same size (127 grams & quantity)

March 2017 605 169 1743 12 0 1200.0 2.6 71.3 1814 88.7 New number is;  70-2007-8381-2

April 2017 633 177 1793 20 0 2000.0 4.4 71.5 1865 89.4

May 2017 580 162 1845 19 0 1900.0 4.2 69.1 1915 87.5

June 2017 611 171 1854 13 0 1300.0 2.9 68.9 1923 87.4

July 2017 550 154 1881 28 0 2800.0 6.2 67.8 1949 86.6

August 2017 630 176 1902 30 0 3000.0 6.6 66.7 1969 85.7

September 2017 621 174 1927 35 0 3500.0 7.7 65.3 1992 84.6

October 2017 750 210 1983 49 0 4900.0 10.8 67.1 2050 86.9 MACT O applicability

November 2017 454 127 1956 29 0 2900.0 6.4 66.0 2022 85.6

December 2017 434 121 1939 37 0 3700.0 8.1 68.2 2007 87.6



PCON Area 2, Quality Lab 13b

Number Number Petri 12 Month Attest 12 Month 12 Month 12 Month 12 Month Attest 

of 1a Lbs. 1a of 1b Lbs. 1b Sterilizer Running USED Number of Sterilizer Grams Lbs. Running USED Attest lbs Running Running Total Running Total
70-2007-4137-2;  

70-2007-8381-2 99-1735-003-6 Run Hrs Subtotal
70-2007-4136-4;  

70-2007-8378-8 Run Hrs Subtotal emitted Emitted Lbs. EtO Lbs. ETO

Month, Year Cannisters EtO Cannisters EtO Total Cannisters Cycles EtO EtO Total USED Emitted

January 2018 480 134 1925 43 0 4300 9.5 73.26 9.5 1999 92.5

February 2018 524 146 1920 43 0 4300.0 9.5 78.8 9.5 1999 98.0 Compliance Testing Report

March 2018 559 156 1907 38 0 3800.0 8.4 84.5 8.4 1992 103.6 Test Date % destruc Eff.

April 2018 463 129 1860 33 0 3300.0 7.3 87.3 7.3 1947 105.9 3/6/2018 13a stack test 99.03

May 2018 632 177 Sterilizer Hours 1874 61 0 Attest Sterilizer hours 6100.0 13.4 96.6 13.4 1971 115.3 4/23/2019 13b stack test  = 99.8

June 2018 633 177 13164 1880 46 0 2112 4600.0 10.1 103.8 10.1 1984 122.6

July 2018 496 139 1865 40 0 4000.0 8.8 106.5 8.8 1972 125.1

August 2018 526 147 1836 38 0 3800.0 8.4 108.2 8.4 1944 126.6 **Note 2018 spreadsheet format change to accomidate additional recordkeeping.  PLP

September 2018 530 148 1811 40 0 4000.0 8.8 109.3 8.8 1920 127.4 ***Note:  2018 12-month rolling values are hard numbers 

October 2018 630 176 1777 24 0 2400.0 5.3 103.8 5.3 1881 121.6

November 2018 519 145 Sterilizer Hours 1795 46 0 Attest Sterilizer hours 4600.0 10.1 107.6 0.10 97.6 1903 115.5

December 2018 464 130 12660 1804 46 0 1872 4600.0 10.1 109.6 0.10 89.6 1913 107.6

January 2019 671 187 1857 30 0 3000.0 6.6 106.7 0.07 80.1 1964 98.7

February 2019 538 150 1861 17 0 1700.0 3.7 101.0 0.04 70.7 1962 89.3 2015:  13b has stopped using mixed gas cyclinders (column I).  Now use 100 grm canisters only.

March 2019 545 152 1857 35 0 3500.0 7.7 100.3 0.08 62.4 1957 81.0 ** There will be NO ETO calculation from cycles any more.**

April 2019 507 142 1869 23 0 2300.0 5.1 98.1 0.05 55.2 1968 73.9 # -4137 1 can ETO is (127 grams / can) x (0.00220 lbs ETO/gram) = 0.2794 lbs ETo/can

May 2019 424 118 Sterilizer Hours 1811 33 0 Attest Sterilizer hours 3300.0 7.3 92.0 0.07 41.9 1903 60.0

June 2019 494 138 12716 1773 32 0 1360 3200.0 7.0 88.9 0.07 31.8 1861 49.5

July 2019 590 165 1799 25 0 2500.0 5.5 85.6 0.06 23.1 1884 41.1 #-4136 1 can ETO is (100 grams / can) x (0.00220 lbs ETO/gram_ = 0.220 lbs ETO/can

August 2019 497 139 1791 21 0 2100.0 4.6 81.8 0.05 14.8 1873 32.7

September 2019 393 110 1752 11 0 1100.0 2.4 75.5 0.02 6.0 1828 23.5

October 2019 669 187 1763 32 0 3200.0 7.0 77.2 0.07 0.8 1841 18.4 Apr-15

November 2019 539 151 Sterilizer Hours 1769 15 0 Attest Sterilizer hours1500.0 3.3 70.4 0.03 0.7 1839 18.4 Note:  new 11 digit stock number from the vendor for ETO canisters (same size (127 grams & quantity)

December 2019 476 133 12656 1772 19 0 984 1900.0 4.2 64.5 0.04 0.6 1837 18.4 New number is;  70-2007-8381-2

January 2020 616 172 1757 17 0 1700.0 3.7 61.6 0.04 0.6 1818 18.2

February 2020 546 153 1759 34 0 3400.0 7.5 65.3 0.07 0.7 1824 18.2

March 2020 521 146 1752 20 0 2000.0 4.4 62.0 0.04 0.6 1814 18.1

April 2020 709 198 1809 23 0 2300.0 5.1 62.0 0.05 0.6 1871 18.7

May 2020 506 141 Sterilizer Hours 1832 22 0 Attest Sterilizer hours 2200.0 4.8 59.6 0.05 0.6 1891 18.9

June 2020 567 158 13860 1852 31 0 1176 3100.0 6.8 59.4 0.07 0.6 1912 19.1

July 2020 428 120 1807 13 0 1300.0 2.9 56.8 0.03 0.6 1864 18.6

August 2020 547 153 1821 28 0 2800.0 6.2 58.3 0.06 0.6 1879 18.8

September 2020 473 132 1843 33 0 3300.0 7.3 63.1 0.07 0.6 1906 19.1

October 2020 589 165 1821 39 0 3900.0 8.6 64.7 0.09 0.6 1886 18.9

November 2020 458 128 Sterilizer Hours 1798 38 0 Attest Sterilizer hours3800.0 8.4 69.7 0.08 0.7 1868 18.7

December 2020 579 162 12296 1827 20 0 1368 2000.0 4.4 70.0 0.26 0.9 1897 19.2

Combined 13a & 13bArea 1, Plate sterilization 13a
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